
KNEE SCORPION Arthrex https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=19668

Spaceplus Infusomat B Braun https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19669

Infusomat Space B Braun https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19670

Over-ear headphones

Siemens 

Healthcare https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19671

 Amplatzer Steerable Delivery Sheath Abbott

https://www.fda.gov/medical-devices/medical-device-recalls/abbott-recalls-amplatzer-steerable-delivery-

sheath-increased-risk-air-embolism?utm_medium=email&utm_source=govdelivery

Impella Left Sided Blood Pumps Abiomed

https://www.fda.gov/medical-devices/medical-device-recalls/abiomed-recalls-all-impella-left-sided-blood-

pumps-risk-motor-damage-after-contact-transcatheter?utm_medium=email&utm_source=govdelivery

TruSignal sensors GE HealthCare

https://www.fda.gov/medical-devices/medical-device-recalls/ge-healthcare-recalls-trusignal-spo2-sensors-

issues-may-reduce-defibrillation-energy-expose-patients?utm_medium=email&utm_source=govdelivery

Aperlan Poka-Yoke Agent A & 

Aperlan Poka-Yoke Agent B

Getinge 

Disinfection AB https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19636

Proclaim™ XR SCS and Proclaim™ 

Elite SCS System, Proclaim™ DRG 

Neurostimulation System, Infinity™ 

DBS System Abbott https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19637

Cobalt XT, Cobalt, Crome ICDs and 

CRT-Ds Medtronic

https://www.fda.gov/medical-devices/medical-device-recalls/medtronic-recalls-implantable-cardioverter-

defibrillators-icds-and-cardiac-resynchronization-therapy?utm_medium=email&utm_source=govdelivery

Claria MRI, Amplia MRI, Compia 

MRI, Viva, Brava CRT-Ds Medtronic

https://www.fda.gov/medical-devices/medical-device-recalls/medtronic-recalls-implantable-cardioverter-

defibrillators-icds-and-cardiac-resynchronization-therapy?utm_medium=email&utm_source=govdelivery

Visia AF, Visia AF MRI, Evera, Evera 

MRI, Primo MRI, Mirro MRI ICDs Medtronic

https://www.fda.gov/medical-devices/medical-device-recalls/medtronic-recalls-implantable-cardioverter-

defibrillators-icds-and-cardiac-resynchronization-therapy?utm_medium=email&utm_source=govdelivery

NOxBOXi Nitric Oxide Delivery 

Systems NOxBOX Ltd.

https://www.fda.gov/medical-devices/medical-device-recalls/noxbox-ltd-recalls-noxboxi-nitric-oxide-

system-manifold-failure-may-cause-gas-leaks-and-

interrupt?utm_medium=email&utm_source=govdelivery

Oxylog 3000 Plus Draeger Medical

https://www.fda.gov/medical-devices/medical-device-recalls/draeger-medical-recalls-oxylog-3000-plus-

emergency-and-transport-ventilators-risk-unexpected?utm_medium=email&utm_source=govdelivery

Alcon Phaco Tips

Alcon 

Laboratories 

Inc… https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19620
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PowerSpiral PSF-1 and associated 

accessories DPST-1 and PSCU Olympus https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19624

Atrium Advanta V12 Covered Stent 

System

Atrium Medical 

Corporation https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=10&rid=19625

Zimmer® Periarticular Locking Plate 

System, Distal Lateral Femoral Plate 

– Right - 6 Holes – 159 mm Length Zimmer Biomet. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19627

Allen Advance Chest Support with 

pad

Baxter 

Healthcare https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19590

Datascope Cardiosave Hybrid and 

Rescue Intra-Aortic Balloon Pumps 

(IABP) Getinge https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19592

Dr.Disinfectant Instrument Transport 

Gel

Saudi Mais for 

Medical Products https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=15&rid=19594

HF-Resection Electrode Olympus https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19600

VERITAS Advanced Infusion and 

Fluidics Packs

Johnson & 

Johnson 

Surgical Vision, 

Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=10&rid=19602

Durepair Dura Regeneration Matrix Medtronic SA https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19603

Full Vision Treadmill –(T2100-ST) Full Vision Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19604

NO-Therapy device NO-A (in 

combination with ventilator Leoni 

Plus)

EKU Elektronik 

GmbH. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=19572

Alinity ci-series System Control 

Module (SCM) Abbott https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19577

Oxylog 3000 plus

Draeger Medical 

Systems Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=19578

Accu-Chek Solo diabetes manager

Roche Diabetes 

Care GmbH https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19580
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The Timeter Sure Grip Flowmeter

Allied Healthcare 

Products Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=15&rid=19583

Ingenia Elition, SmartPath to Ingenia 

Elition X, MR 7700 and ‘Upgrade to 

MR 7700’ MR systems

Philips 

Healthcare. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19585

TruSignal SpO2 Sensors GE Healthcare https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19586

MEGADYNE™ MEGA SOFT™ and 

MEGA 2000 Reusable Patient 

Return Electrodes

Megadyne 

Medical 

Products Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19587

da Vinci Xi/X Tip-Up Fenestrated 

Grasper

Intuitive Surgical 

Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19588

 Impella 5.5 with SmartAssist Abiomed

https://www.fda.gov/medical-devices/medical-device-recalls/abiomed-recalls-specific-impella-55-

smartassist-purge-fluid-leaks-can-cause-pump-stop-and-

loss?utm_medium=email&utm_source=govdelivery

Quadrox Oxygenators and certain 

Getinge/Maquet Venous Hardshell 

Cardiotomy Reservoirs  Getinge/Maquet

https://www.fda.gov/medical-devices/letters-health-care-providers/oxygenator-devices-used-

extracorporeal-circulation-letter-health-care-providers?utm_medium=email&utm_source=govdelivery

surgical N95 respirators and masks O&M Halyard

https://www.fda.gov/medical-devices/safety-communications/update-recommendations-certain-om-

halyard-surgical-n95-respirators-surgical-masks-and-pediatric-

face?utm_medium=email&utm_source=govdelivery

Plum 360 Infusion System ICU Medical, Inc apps.tga.gov.au/Prod/sara/arn-detail.aspx?k=RC-2023-RN-00607-1

Olympus Flexible Endoscopes

Olympus 

Medical Systems 

Corp. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19729

TruWave Disposable Pressure 

Transducer, FloTrac Sensors, 

Acumen IQ Sensors

Edwards 

Lifesciences https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19730

 SoClean2 and SoClean3 SoClean

https://www.fda.gov/medical-devices/safety-communications/voluntary-recall-soclean-equipment-

intended-use-cpap-devices-and-accessories-fda-safety?utm_medium=email&utm_source=govdelivery

VariSoft Infusion Sets  Unomedical A/S

https://www.fda.gov/medical-devices/medical-device-recalls/unomedical-recalls-varisoft-infusion-sets-due-

damage-connector-piece-causing-unexpected?utm_medium=email&utm_source=govdelivery

Guardian™ 4 Sensor

Medtronic 

MiniMed https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19797

https://www.fda.gov/medical-devices/letters-health-care-providers/oxygenator-devices-used-extracorporeal-circulation-letter-health-care-providers?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/letters-health-care-providers/oxygenator-devices-used-extracorporeal-circulation-letter-health-care-providers?utm_medium=email&utm_source=govdelivery
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High Flow Insufflation Unit

Olympus 

Medical Systems 

Corp. cmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19801

Trilogy Evo and Trilogy Evo O2 

Ventilators Respironics, Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19802

XenMatrix™ Surgical Graft

Becton 

Dickinson & Co. 

(BD) https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=15&rid=19804

TJF-Q190V/Q290V/Q170V 

DUODENOSCOPE

Olympus 

Corporation of 

the Americas https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19806

SynchroMed™ II Medtronic Inc. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19807

 McGRATH™ MAC Covidien LLC

https://www.fda.gov/medical-devices/medical-device-recalls/covidien-llc-recalls-mcgrath-mac-

video-laryngoscope-due-stolen-defective-

Cardinal Health Monoject  Cardinal Health

https://www.fda.gov/medical-devices/medical-device-recalls/cardinal-health-recalls-monoject-

disposable-syringes-incompatibilities-syringe-

 Novum IQ Syringe Pump

Baxter 

Healthcare 

Corporation

https://www.fda.gov/medical-devices/medical-device-recalls/baxter-healthcare-corporation-

recalls-novum-iq-syringe-pump-potential-

underdosing?utm_medium=email&utm_source=govdelivery

Sanxin Single Use Sterile Syringes

Fresenius 

Medical Care

https://www.fda.gov/medical-devices/medical-device-recalls/fresenius-medical-care-recalls-

sanxin-single-use-syringes-leakages?utm_medium=email&utm_source=govdelivery

SeQuent® Please Neo

B. Braun 

Melsungen AG https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19783

HistoCore PEGASUS and HistoCore 

Pegasus Plus

Leica 

Biosystems 

Nussloch GmBH https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19787'

Quantum TTC Biliary Balloon Dilators

Wilson Cook 

Medical Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19788

DEFIGARD Touch7 monitor and 

defibrillator

SCHILLER 

Medical SAS https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19791

Surgical lighting system

STERIS 

Corporation https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=15&rid=19793

https://www.fda.gov/medical-devices/medical-device-recalls/covidien-llc-recalls-mcgrath-mac-video-laryngoscope-due-stolen-defective-products?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/covidien-llc-recalls-mcgrath-mac-video-laryngoscope-due-stolen-defective-products?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/cardinal-health-recalls-monoject-disposable-syringes-incompatibilities-syringe-pumps?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/cardinal-health-recalls-monoject-disposable-syringes-incompatibilities-syringe-pumps?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/baxter-healthcare-corporation-recalls-novum-iq-syringe-pump-potential-underdosing?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/baxter-healthcare-corporation-recalls-novum-iq-syringe-pump-potential-underdosing?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/baxter-healthcare-corporation-recalls-novum-iq-syringe-pump-potential-underdosing?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/fresenius-medical-care-recalls-sanxin-single-use-syringes-leakages?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/fresenius-medical-care-recalls-sanxin-single-use-syringes-leakages?utm_medium=email&utm_source=govdelivery
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Kangaroo Enteral Feeding Pump 

Sets

Cardinal Health 

200, LLC 

(Covidien) https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19795

Pressure Injectable Central Venous 

Catheters

Teleflex and 

Arrow 

International

https://www.fda.gov/medical-devices/medical-device-recalls/teleflex-and-arrow-international-

recall-pressure-injectable-catheter-kits-

mislabeling?utm_medium=email&utm_source=govdelivery

saline (0.9% sodium chloride) and 

sterile water medical products 

Nurse Assist, 

LLC.

https://www.fda.gov/medical-devices/safety-communications/do-not-use-certain-brands-saline-

and-sterile-water-medical-products-nurse-assist-because-they-

may?utm_medium=email&utm_source=govdelivery

EVIS EXERA III 

GASTROINTESTINAL 

VIDEOSCOPE

Olympus 

Corporation of 

the Americas ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19768

Tracheostomy Care and Cleaning 

Trays

Medline 

Industries Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19770

NIM TriVantage EMG Endotracheal 

Tube Medtronic Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19777

The neonatal ventilator family 

SOPHIE

Fritz Stephan 

GmbH. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19779

Implantable cardioverter defibrillators 

(ICDs) and cardiac 

resynchronization therapy 

defibrillators (CRT-Ds) Medtronic SA https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19781

A subset of Medtronic LINQ II™ 

Insertable Cardiac Monitoring 

Systems (LNQ22) Medtronic Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19782

High Flow Insufflation Unit Olympus

https://www.fda.gov/medical-devices/medical-device-recalls/olympus-recalls-olympus-high-flow-

insufflation-unit-due-over-inflation?utm_medium=email&utm_source=govdelivery

Achieva 1.5T, Achieva 1.5T 

Conversion, Ingenia 1.5T CX, Intera 

1.5T, Intera 1.5T Power/Pulsar, 

SmartPath to dStream for 1.5T

Philips Medical 

Systems https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19753

https://www.fda.gov/medical-devices/medical-device-recalls/teleflex-and-arrow-international-recall-pressure-injectable-catheter-kits-mislabeling?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/teleflex-and-arrow-international-recall-pressure-injectable-catheter-kits-mislabeling?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/medical-device-recalls/teleflex-and-arrow-international-recall-pressure-injectable-catheter-kits-mislabeling?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/safety-communications/do-not-use-certain-brands-saline-and-sterile-water-medical-products-nurse-assist-because-they-may?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/safety-communications/do-not-use-certain-brands-saline-and-sterile-water-medical-products-nurse-assist-because-they-may?utm_medium=email&utm_source=govdelivery
https://www.fda.gov/medical-devices/safety-communications/do-not-use-certain-brands-saline-and-sterile-water-medical-products-nurse-assist-because-they-may?utm_medium=email&utm_source=govdelivery
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EVIS X1 VIDEO SYSTEM CENTER 

OLYMPUS CV-1500

Olympus 

Corporation of 

the Americas https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19756

Maquet SAS’ examination and 

surgical lights put into service MAQUET Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19758

BRONCHOFIBERSCOPE, 

BRONCHOVIDEOSCOPE

Olympus 

Corporation of 

the Americas https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19759

Tracheostomy Care Kit, Dressing 

Change Kit, and Tracheostomy Care 

Set

Busse Hospital 

Disposables

https://www.fda.gov/medical-devices/medical-device-recalls/busse-hospital-disposables-inc-recalls-care-

trays-and-kits-containing-sterile-water-based-products?utm_medium=email&utm_source=govdelivery

AirFit and AirTouch masks ResMed Ltd

https://www.fda.gov/medical-devices/medical-device-recalls/resmed-ltd-recalls-continuous-positive-

airway-pressure-cpap-masks-magnets-due-possible-

magnetic?utm_medium=email&utm_source=govdelivery

 Ivenix Infusion System Fresenius Kabi

https://www.fda.gov/medical-devices/medical-device-recalls/fresenius-kabi-usa-llc-recalls-ivenix-large-

volume-pump-lvp-ivenix-infusion-system-due-mechanical?utm_medium=email&utm_source=govdelivery

Regard Operative Lap P&S Surgical 

Kit ROi CPS, LLC 

https://www.fda.gov/medical-devices/medical-device-recalls/roi-cps-llc-recalls-regard-operative-lap-ps-

surgical-kit-due-possible-lack-sterility?utm_medium=email&utm_source=govdelivery

 Equinoxe Shoulder System Exactech

https://www.fda.gov/medical-devices/safety-communications/risks-exactech-equinoxe-shoulder-system-

defective-packaging-fda-safety-communication?utm_medium=email&utm_source=govdelivery

Incidin OxyWipe S and Incidin 

OxyFoam S Ecolab Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19878

Medfusion Model 3500 Syringe 

Infusion Pump Smiths Medical https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19880

MR systems with 60cm wide bore

Philips Medical 

Systems https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19882

Medfusion Model 3500 and Model 

4000 Smiths Medical https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19883

HRIS Acetabular Cup Cut Tips

Stryker 

Howmedica 

Osteonics Corp https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19884

EVair and EVair 03 (Jun-Air) 

Compressors GE HealthCare https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19873
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Mega Soft Universal Patient Return 

Electrodes 

Megadyne 

Medical Product

https://www.fda.gov/medical-devices/medical-device-recalls/megadyne-medical-products-inc-recalls-

mega-soft-universal-patient-return-electrode-due-reports?utm_medium=email&utm_source=govdelivery

 EVair or EVair 03 (Jun-air) 

compressors 

General Electric 

(GE)

https://www.fda.gov/medical-devices/letters-health-care-providers/potential-exposure-certain-chemicals-

use-ge-healthcare-evair-and-evair03-compressors-certain?utm_medium=email&utm_source=govdelivery

HeartMate Touch Communication 

System Abbott https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19877

herpes simplex virus type 2 (HSV-2)

https://www.fda.gov/medical-devices/letters-health-care-providers/hsv-2-tests-genital-herpes-can-

produce-false-reactive-results-letter-clinical-laboratory-staff-

and?utm_medium=email&utm_source=govdelivery

Secufill Injection line MEDEX https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19866

Myval Transcatheter Heart Valve 

System

Meril Life 

Sciences Pvt. 

Ltd. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=15&rid=19868

Centricity Critical Care (CCC), 

Centricity Anesthesia (CA), Centricity 

Anaesthesia (CA), Centricity High 

Acuity Anesthesia (CHA-A), 

Centricity High Acuity Critical Care 

(CHA-CC) products GE Healthcare https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19870

Achieva 1.5T, Achieva 1.5T 

Conversion, Achieva 3.0T, Ingenia 

Ambition X, Intera 1.5T, and 

SmartPath to dStream for 1.5T

Philips Medical 

Systems https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19871

Q-Stress and X-Scribe Cardiac 

Stress Testing Systems Welch Allyn, Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19872

Panorama 1.0T HFO

Philips North 

America LLC

https://www.fda.gov/medical-devices/medical-device-recalls/philips-north-america-llc-recalls-panorama-

10t-hfo-due-risk-explosion-during-quench-procedure-

caused?utm_medium=email&utm_source=govdelivery

n Medfusion Model 4000 and 3500 Smiths Medical globalcomplaints@icumed.com

CooperSurgical LifeGlobal global® 

Media

CooperSurgical, 

Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19854

OPTEASE™ Retrievable Vena Cava 

Filter, OPTEASE™ Retrieval 

Catheter

Cordis 

Corporation https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19857
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High Flow Insufflation Unit

Olympus 

Medical Systems 

Corp. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19862

HLS Sets

MAQUET 

Cardiopulmonary 

 GmbH https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19864

StealthStation S8 Application 

Version 2.0 and 2.0.1

Medtronic 

Navigation Inc.

https://www.fda.gov/medical-devices/medical-device-recalls/medtronic-navigation-inc-recalls-

stealthstation-s8-application-version-20-and-201-due-

software?utm_medium=email&utm_source=govdelivery

bronchofiberscopes and 

bronchovideoscopes

Olympus 

Corporation

https://www.fda.gov/medical-devices/medical-device-recalls/olympus-corporation-americas-recalls-

bronchofiberscopes-and-bronchovideoscopes-because-they-can-

lead?utm_medium=email&utm_source=govdelivery

MEGADYNE MEGA SOFT Universal 

and Universal Plus Reusable Patient 

Return Electrodes

Megadyne 

Medical 

Products Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19851

Hydrophobic acrylic pre-loaded 

intraocular lens

Cristalens 

Industrie https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19817

Surdial X

Nipro 

Corporation. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19822

ZOOM™ programmer

Boston Scientific 

Corp. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19824

Multiple products by Karl Storz

Karl Storz 

Endoscopy UK 

Ltd https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=19826

INGENIO, VITALIO, and ADVANTIO 

pacemakers and INLIVEN, INTUA, 

and INVIVE cardiac 

resynchronization therapy 

pacemakers (CRT-Ps)

Boston Scientific 

Corporation https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=19829

Sensis, Sensis Vibe Hemo, Sensis 

Vibe Combo

Siemens 

Healthcare 

GmbH https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19832



MEDICAL DEVICES

 RECALL AND SAFETY NOTICE 2024
Proclaim™ XR SCS and Proclaim™ 

Elite SCS System, Proclaim™ DRG 

Neurostimulation System, Infinity™ 

DBS System Abbott https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19834

MAQUET CARDIOSAVE Hybrid and 

MAQUET CARDIOSAVE Rescue Datascope Corp https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19835

Sapphire MT Infusion Pump, 

Sapphire Epidural Infusion Pump, 

and Sapphire Plus Infusion Pump Eitan Medical Ltd

https://www.fda.gov/medical-devices/medical-device-recalls/eitan-medical-ltd-recalls-sapphire-infusion-

pumps-failure-detect-air-line?utm_medium=email&utm_source=govdelivery

 Alaris Infusion Pumps

Becton 

Dickinson 

(BD)/Carefusion

https://www.fda.gov/medical-devices/medical-device-recalls/becton-dickinson-bdcarefusion-303-recalls-

alaris-infusion-pumps-due-compatibility-issues-cardinal?utm_medium=email&utm_source=govdelivery

Atlan

Draeger Medical 

Systems Inc https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19808

ResMed Masks with Magnets and 

Potential Magnetic ResMed Limited. https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=19810


